Delayed response to radiofrequency ablation of accessory connections.
This article summarizes delayed interruption in anomalous conduction through accessory connections following radiofrequency ablation attempts in three patients. The time course of the delayed interruption in accessory connection conduction suggests that such an effect is unlikely to occur after the first week following unsuccessful radiofrequency ablation.